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A. G. BABEAUX 
Vice-President and 
Chief Engineer 








C. J. BIRTCHER, President and General Manager 


Tyee the years that I have been associated with 
the manufacture and distribution of medical apparatus I 
have steadfastly endeavored to keep active and vital a 
policy of “Honest Value Sincerely Presented.” To this 









CLYDE B. LONG 


pledge is subscribed my signature and those of the execu- Vice-President in 
Charge of Sales 


tives whose responsibility it is to give your requirements . 
careful attention and to make our relationship both pleas- 
ant and profitable to you. Consistent with this pledge it 
is our intention to give you in the following pages fac- 
tual, sincere statements about our products. | 








S Ue BObLAS 
Vice-President in. 
Charge of Export 
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BIRTCHER 


800 


Ciywle BANDMASTER 


&%. W. Diatherm 


















WITH THE NO. 8g804 


NEW ; :, 
TRIPLE INDUCTION DRUM 





The Crystal Bandmaster Short Wave Diatherm has passed 
examination of the following bodies and bears their accept- 
ance or approval. 


F.C.CcC,. APPROVAL NUMBER D-474 
AMERICAN MEDICAL ASSOCIATION COUNCIL OF PHYSICAL MEDICINE 
UNDERWRITERS LABORATORY APPROVAL NO. E-6801 


CANADIAN STANDARDS ASSOCIATION 


DEPARTMENT OF TRANSPORT CANADA NO. 6 















The Birtcher Crystal Bandmaster Short Wave Dia- 
therm combined with the new Triple Induction 
Drum provides better diathermy application. The 
Triple Induction Drum affords a method for ap- 
plying the large area technic which is being recog- 
nized as the outstanding advantage of short wave 
diathermy over other methods of producing heat in 


The Triple Induction Drum is easily adjusted to any 
part of the body with complete comfort. This in 
turn assists in the efficiency of a sedative treatment 
to the patient. The Triple Induction Drum, because 
it is so readily adaptable to all bodily contours, may 
be used as a single applicator for practically all dia- 
deep tissue. Because it provides true electromag- thermy treatments. Since the energy is distributed 


netic induction, it generates heat in the deep tissues evenly over the treatment area, hot spots are elimi- 


with minimum surface heat. nated and a more uniform heating is accomplished. 


The two wing drums of the new 















Triple Induction Drum have a 180 
degrees range of rotation permit- 





ized or large area technics. 


No. 800 CRYSTAL BANDMASTER 
S.W. DIATHERM with No. 604C 


ting adjustment to all bodily con- Round: Drumics 3 ee $695.00 
t - B djusti ith f th 
pear anes he Beis Bn didnbe ie Ele CANDO 
: Z S.W. DIATHERM with No. 804 

now reach and treat anatomical : ‘ : 

3 : as = Triple Induction Drum _ instead 
parts hitherto inaccessible for uni- PoNoo Ole Round $734.5 
form diatherm treatment. The three Cre saree eyes HY 
drums may be used together or in No. 804 TRIPLE INDUCTION 
different combinations for local- DRUM Omlysi ice tce i okcne celts $ 59.50 








THE TRIPLE INDUCTION DRUM | 
Better diathermy — iq : 







tea sannnansisnn eae 





with greater ease my rOR ALL MAJOR AND MINOR 

| a eee) eCHNIQUES OF ELECTRO-SURGERY, 
| ) INCLUDING TRANS-URETHRAL PRO- 
STATIC RESECTION AND MONO- 
TERMINAL BLADDER FULGURATION. 





BIRTCHER 
ELECTRO-SURGICAL UNI 


A Tube Circuit for A Spark-Gap Circuit for 
Culling Coagulation 


The Simultaneous Use o f Both 




















The outstanding advantage of the Triple Induction Drum is the ease and simplicity 
of application to any and all body contours . . . concave and convex. But since 
the total area of the three drums is much greater than the area of the conventional 
round drum, the energy emitted per square inch is thereby reduced. Conse- 
quently, considerable total energy may be introduced into the deeper tissues 
sive heating of the outer surfaces. From a safety viewpoint, this is 


@ The No. 796 three pedal foot switch 
shown above accompanies each Electro- 
Surgical Unit and affords ideal Tip-Toe 
Control for all procedures. 









without exces 
desirable . . . from a treatment viewpoint, it is much 


superior as it reduces nerve irritability caused by high 
skin temperatures. It Is universally appreciated that a 
: sedative technic produces the best end results in dia- 
thermy treatment. The Triple Induction Drum makes 


such a technic routinely possible. 















@ The Birtcher Eleciro-Surgical unit is 
also available as a very convenient 
portable unit, mounted in a black 
keratol-covered case, which can be 
locked with the key provided. 





CATALOG NO. 799-0. CODE WORD “SUNOF” 






The four pictures on this page show areas customarily 

very difficult to treat satisfactorily. With the Triple In- 4 : - ! CATALOG NO. 799. CODE WORD “SUNIT” 

duction Drum, note the simplicity of application. Not a _ FF : fee > Mode! includes the same | 
: equipment as the Office Model, and sells 

only is the technic simpler but the actual treatment will ete aac. 

be better because of the larger area under the influence 

of the induction field. For low backs it is most excellent 

and may be used parallel to the spine as shown or at 

right angle to the spine if preferred. Even distribution 


of the energy over the whole area promotes superior 
end results. 


e Birtcher Electro-Surgical unit, Office Model, in solid walnut 
case. Complete with: Tubes, Triple-Pedal Foot-switch, indit- 
ferent electrode with cord, surgical handle with five assorted 
electrodes (Set No. 795), A.C.M.I. cystoscope attachment cord, 
and two removable, sterilizable handles 


: @ Adjustable Electrode Holder 

(not included in above price), fits 
into sockets on panel. Keeps active 
surgical electrodes within easy 
reach. A recommended accessory. 


© Sub-Cabinet illustrated above 
| wi aes a | (not included in above price) solid 
THE | A% Ne black walnut, caster mounted. 





































The No. 804 Triple Induction Drum may be installed on all BI RTCHE R Uhm 
Crystal Bandmaster $.W. Diatherms now in service. It is Op- ~ CORPORATION) oo UARANTEED FOR TWO VEARS 


: f ; . : : See =§=® The portabl se of the No. 799 
| tional equipment which may be purchased and substituted for cue 5087 Huntington Drive Electro-Surgical ee ae eS con- 
| the No. 604 C Round Disc Drum which is standard equipment Lee angeles 32, callfa ee nection! in the THE BIRTCHER CORPORATION 





on the Crystal Bandmaster. 
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COMPLETE FLEXIBILITY 


Bintcher 
BLENDTOME 


PORTABLE ELECTROSURGICAL UNIT 


A Tube Circuit For A Spark-Gap Circuit For 
CUTTING COAGULATION 






Dry or wet field cutting with true, undamped Simultaneous cutting and coagulation with 
(tube generated), current for maximum ease of blended, damped and undamped (tube and 

: th Rai ESoculation gop) currents. Intensity of each independently 
cutting with minimum g 3 cor RO GhlS: 





lhe 
| 





- Dry or wet field coagulation with true damped 


(spark-gap) current for coagulation without Wet or dry field fulguration and desiccation 


with mono-terminal (Oudin) current. | 














cutting. 













CONSTRUCTION | OPERATION 






































The Simultaneous Use of Both Blended 









As easy to carry asa 
portable typewriter... 
with all the facilities 
of a major unit. 


{| Panel markings, pilot lights, and triple pedal footswitch are color- 
matched for instant correlation of desired current. q, R 


{| Tone-Guide audible signal indicates which current is on. 








{ Two CVII power tubes, activated by separate filament and plate 
transformers, provide a true, undamped current for cutting. 


; T i ints), air-cooled spark-gap assembl q] Calibrated range control suggests correct settings for each in- = a by 
cecaaelce Seeees ona. ae eee © Boer sf tensity of every separate current, according to the nature of the With Big Unit 
operation. 
{| Cast aluminum operating panel with moulded bakelite switch P SARS P erformance 
{| Three active outlets for multiple connection of several types of 


knobs. 
inst ts at time. The surgeo a his f ite instru- 
{ All-steel, cadmium-plated chassis rigidly mounted beneath oper- en eee aera ve aha in aeciae ata rice Rc es oan ee FOUR BIG UNIT F EATURES ates 


ments. 
ti anel, makes the entire assembly easily removable from case. 
a t ' { Sterilizable hand controls may be boiled or autoclaved. 














{| “Floating Power” assembly cushioned with spring steel and : ay: All on the Blendtome Electrosurgical 
rubber permits safe transportation with tubes installed. Pre-heated tube filaments permit instant cutting without drag. Wait: 
{| Moulded plastic ‘‘no-glare’’ pilot lights, color-matched with foot- {| Advanced engineering technique provides smooth cutting, with- 2 4 Seen ; sag | 
switch and operating controls, indicate instantly which circuit is out blocking, even though tissue is contacted before current is e True undamped tube cutting current. | aie . 
ee peranag eae CATALOG NO, 750 CODE WORD “BLESU 
: : : e True damped sparkgap currents for 
all hemostasis and coagulation technics. 














¢ Blended cutting and coagulation The Blendtome Electrosurgical Unit is a Truly Portable unit designed pri- 
simultaneously on the electrode. . ° . once Th: aie . 
@ The spring-clip holder @ The Indifferent Elec- marily for work in the private clinic. While originally intended to perform 
of the Adjustable Elec- trode Pad included with os ea as aaa eee all office technics such as cervical conizations, proctological work and similar pro- 
: esiccation technics. : ‘ 
trode Holder is instantly Nos. 799 and 799-O units 2 cedures, actual work by the unit proved that it was so amply powered that it 
removable for complete is made of carefully ° performs most creditably in the more severe demands met in transurethral 
Se : 18 ia of selected cee aie | resection. Many Urologists have purchased the Blendtome as a portable stand- 
tai t chro- ermanen onde fe) . : . she, ; 
eae aiees ge goes z : Control of bleeding is accomplished by by unit for transurethral work and pronounce it adequate. 
mium plated brass. rubber pad. the sparkgap current ... may be used 
separately or blended with the cutting 
current. Ample power for splendid ; 
coagulation. Cat. No. 750 Blendtome Portable Electrosurgical 
Unit complete in k alli 
ENGINEERED TO SUIT EVERY INDIVIDUAL TECHNIQUE . : compleioin Diack ae aero a, $ 00 
compartment in the lid for accessories; with No. 751 ‘Aint 
The Birtcher Electro-Surgical unit is designed and constructed upon the premise that the first con- An Oudin mono-polar current is pro- stainless steel, rubber backed Indifferent Electrode; 
sideration is absolute reliability. The finest and most reliable materials are here combined with years vided on the Blendtome Unit...a special 19-f Li Cord: No. 790 F Switch: N 5X = 
of experience in the design, engineering, and construction of electro-surgical apparatus. feature usually found only on the finest -root Line Lord; .No. oot Switch; No. 79 
Convenience and Flexibility of operation are given next consideration. The unit is capable of respond- electrosurgical units. Useful for fulgura- Surgical Handle and 6 assorted electrodes and No. 
ing to the individual techniques of every specialist. tion and desiccation...so often required 725 A.C.M.I. Cord. For use with 110-120 volt, 60 
The skilled surgeon wili enjoy working with the smooth currents, the positive control, and the many for proctology and gynecology. ; 
conveniences afforded by the Birtcher Electro-Surgical unit. But above all, he will enjoy the ability to cycle alternating current. For other voltage or fre- 
blend cutting and coagulation to the precise degree that he requires for the operation according to | e quency, see price list: 
his personal technique. 
3 Ease and speed of cutting such as you | 
have never before experienced in a unit Net weight of the Blendtome is 28 lbs. 





of this size. It cuts like a major unit and 
has a wide range of selection. 








Ship ping weight approximately 40 lbs. 
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Gynecology ? 
The Blendtome will do a brilliant 
Conization of the Cervix. Cervical 


erosions and. endo-cervicitis also 


offer splendid opportunity for the 
Unit. 


Urology 

As a stand-by unit for use in trans- 
urethral work the Urologist will be 
amazed at the splendid periorm- 
ance of the Blendtome Unit in both 
dry and wet fields. 


Proctology 

Here is a field where the Blend- 
tome should excel. In rectal or sig- 
moid polyps both the fulguration 
and the cutting currents are most 
useful: likewise in hemorrhoids 
and other growths. 


General 

For biopsy, removal in mass of 
growths, large or small, end inci 
host of daily uses that are en- 
countered in general practice, the 
Blendtome is a fine all-around in- 
strument for use in the private 
clinic. : 


For full size listing of above electrodes refer to catalogue 
page “Electrosurgical Electrodes.” 





Blendtome. . 








No. 751 Indifferent Electrode. Polished 
stainless steel, rubber backed for 
durability, safety and cleanliness. 
Made especially for use with the 





A“ Sucly Portoble” UNIT 


With Big Unit Features 











Operating Panel of the Blendtome Unit 


The Blendtome embodies two complete machines in one case. The left hand side of the 
machine contains the sparkgap circuit and its controls while the right hand side con- | 
tains the tube cutting mechanism and its controls. The central Selector Switch provides | 
‘nstant selection of the current desired or the simultaneous blend of both. The power — 
of each current is controlled by its individual control knob, Thus complete flexibility 


of the unit is assured simply. i 





The Blendtome will cut swiftly and surely at all power levels with no blocking or drag, © 
being superior in this respect to all small units here-to-fore available. The sparkgap | 
portion of the Blendtome furnishes splendid currents for fulguration, either fine or | 
intense, and also an ample current for biactive or bi-terminal coagulation. The Urolo- — 
gist, Gynecologist and the Proctologist will find these currents to be most useful and | 


satisfactory. i 


\| 








No. 795X Surgical Set with bakelite handle, swivel cord 72” 
long and 5 assorted electrodes. »- + + + ° $10.50 


ir eawabaaenunad coos 


No. 789 Biactive Electrode Set. Optional but may be used 
with the Blendtome for coagulation of tonsils, cervical 
canal and other uses. . «© = = $12.50 


$12.50 





No. 785X Proctological Set of 3 assorted, Jong 14” electrodes 
specially for use in the sigmoid through the proctoscope or 


sigmoidoscope. Optional equipment priced at . $17.50 


AM 1-49 
Printed in U.S.A. 


Form 321-B16 














Styled by 


WALTER DORWIN TEAGUE 


World Famous Industrial Designer 


The new, improved Hyfrecator 
combines beauty of design with 


maximum of function. 


DERMATOLOGY 
OPTHALMOLOGY 


GYNECOLOGY 
E.E.N.T. 


e NEW...IMPROVED 


HYFRECATO 





jor 


ELECT? OO — EEE as 
me — COAGULATION 
me — DESICCATION 
mm — KF ULGURATION 


Over 50,000 Hyfrecators in Daily Use in Every 
Field of Practice 


PROCTOLOGY 
PRACTICE 


UROLOGY 
GENERAL 


The New Hyfrecator permits improved accuracy of control and dosage in all 
technics . . . desiccation, fulguration and biactive coagulation. It provides 
physicians with a convenient and proven method of removing warts, moles and 
other growths with damped, high-frequency currents and of carrying out office 


technics of biactive coagulation. 


The New Hyfrecator now has all four outlets on the front for improved visi- 
bility and ease of operation. A new double-sparkgap control increases available 


power and accuracy of control of all currents. 


The No. 712 Set provides for Fulguration and Desiccation technics only. 


The No. 709 Set provides all three technics including Biactive Coagulation 
as well as both Desiccation and Fulguration. 





Catalog No. 712 


“HYFRECATOR” SET FOR DESICCATION- 
FULGURATION. Includes one No. 710 four-outlet 
Hyfrecator; one No. 711-A handle with Nos. 711-B, 
curved, and 716 straight, needles; one No. 790 foot- 
switch: Instruction Booklet ; “Symposium on Bi-Active 


Coagulation and Electro-Desiccation™ 


No. 707 DC-AC CONVERTER 
The HYFRECATOR operates on AI- 


ternating Current only. Where 1i0 
volt DC current is available, the 
No. 707 Converter is recommended 
to convert DC to AC. 


Ready for use. $22.50 


If Hyfrecators are required other 
than standard 110-120 volts, 50-60 
cycles, they can be furnished on 
special order at a small additional 
cost. See Price List “SpeciAL VOLT- 
AGES. AND FREQUENCIES.” 






prepaid to the factory. 
$45.00 


THE BIRTCHER CORPORATION 





| 
GUARANTEE—The unit is guaranteed for a period of | 
6 months, against defects. Any unit returned to the 
factory during this period will be repaired with new 
parts without charge. Transportation charges must be 





anne ae 





Catalog No. 709 


“HYFRECATOR” SET FOR 
BIACTIVE COAGULATION, 
DESICCATION AND FULGURA- 
TION COMPLETE. This set includes 
same accessories as set No. 712 and in 
addition the No. 789 Biactive Electrode 
Set. (Described on next page.) 


Price complete $50.00 
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BI-ACTIVE COAGULATION ELECTRODES 


All of these Electrodes may be used with Hyfrecator, Electro- 


Surgical Unit or any conventional type of S. W. Diatherm. 


Catalog No. 789, Code Word *COAGU” - 


BIRTCHER BI-ACTIVE COAGULA- 
TION SET. Provides tips for coagulation 
of cervical canal, cervical cysts and ero- 
sion, tonsil, tonsil tags, rectal tags and all 
types of surface growth . . +. + & 12.50 






Catalog No. 793, Code Word “‘SEINT” 


WILIMAC E. E. N. T. COAGULA- 
TION SET. Complete with 3 tips for ton- 


sil, turbinate and surface bi-active coagu- 
gn ae es 820,00 


When ordering please 
* specify make and model > 4 
of machine with which 
Electrodes are to be used. 











DESICCATION—FULGURATION ELECTRODES 








When ordering please 


specify make and en 


model of machine 
with which Electrodes 
are to be used. 
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Catalog No. 713, Code Word ‘“‘EPLAT”’ 
Epilation Needle. Extra fine, 
or ordinary hairs . 


Catalog No. 714, Code Word ‘‘EPSET’™’ 


Epilation Needle Set. Six No. 713 
needles 


THE BIRTCHER CORPORATION 


Catalog No. 794-D, Code Word ‘‘UNEED”’ 

Curved Desiccation-Fulguration Needle. Long, insulated shaft 
permits desiccation within body orifices . ... . . . ~ $1.00 
Catalog No. 794-A, Code Word ‘‘UNIVA”’ 

Desiccation Needle with Sliding Sheath. For sub-mucous dehy- 


Graton Of tULOLNALES. Seek, Pe has ee eee eae hk ae BLOW 
Catalog No. 794-B, Code Word ““UNIBE”’ 
Short Desiccation Needle. Very fine . . . .... ~~» ~ $1.00 
Catalog No. 794-C, Code Word ‘*UNICI’’ 
Curved Desiccation-Fulguration Needle. Short . . . . . . $1.00 


Catalog No. 794, Code Word *“‘SUNIV”’ 
Universal Desiccation-Fulguration Set. Complete with handle 


GN: 4 tLDS ee a A Pe ee ee ns ein atte SC LOU 
Catalog No. 711-B, Code Word *‘HYDLE”’ 

Desiccation-Fulzuration Needle- 3. 000.02 2606 3 E00 
Catalog No. 711-A. Code Word ‘““HYNAN” 
Hyfrecator Desiccation-Fulguration Handle . . . . . . . $3.00 


Catalog No. 711, Code Word ‘“‘HYNED” ; : 
Hyfrecator Needle Set. Handle and one No. 711-B curved desic- 
cation-fulguration needle 08 oO ca ae oe aes $4.00 


Catalog No. 716, Code Word *“‘TIDEN”’ 


or gross Tissue Desiccation Needle. Fits No. 
$1.25 (LISA: Handles 68 (et 2a Fels ls00 


ALL OF THE ABOVE ELECTRODES MAY BE USED 


#5.00 WITH HYFRECATOR OR ANY APPARATUS WITH 


4 MONO-TERMINAL HIGH FREQUENCY OUTLET. 
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TRADE MARK 


‘= QUARTZ 








LAMP 





An Ultra Violet Spotlight for Intense Localized Radiation 
Housed in a Gleaming Black Bakelite Case 


Always at Hand 


Instantly Available. . . . The Spot Quartz 
Lamp is designed to hang on your office 
wall, ready for instant use. A safety, wall 
bracket is supplied for neat, easy mount- 
ing. Eliminates the “getting ready” of cum- 


. bersome equipment. 


‘TECHNICAL DATA 


The Spot-Quartz Lamp operates on 
110-120 volts, 50-60 cycle alternating 
current only. It weighs but 54 ounces. 
Its ultra violet emission is 95% within 
the band at 2540 angstroms. This band 
is highly germicidal and also is very 
active in the production of erythema 
but with a minimum of pigmentation. 
Because the quariz grid operates at 
very low temperature, treatment at 
actual skin contact is possible. The Spot 
Quartz produces an intense radiation 
. at this close distance a first degree 
erythema in 6 seconds at contact is 
produced. 
Being “Always at Hand and Easy to 
Handle” the Spot-Quartz Lamp is ideal 
for the busy medical office. 


Belongs in Every Doctor’s Office 








Easy to Handle 


For those hard-to-get-at places ... in the 
hair, back of the ears and such difficult 
places are easily accessible to Spot Quartz 
radiation. 


Catalogue No. 625 SPOT-QUARTZ LAMP. . . $7930 


Code Word “SPOTQ.” Complete with 8-foot line cord, safety wall bracket, 2-inch 
localizing mask; to operate on 110-120 volts, 50-60 cycle alternating current. Shipping 


Weight 8 Lbs. Shipping Size 7x8x15!l/, 


Se ESP PE DT IIIS IS TL TEE TELAT ELE EELS IE LES ELA TO, 


Catalogue No. 627 WOOD'S FILTER FOR FLUORESCENT DIAGNOSIS 


4 


The Wood's Filter permits the pas- 
sage of Filtered Ultra Violet (BLACK 
LIGHT.) Viewed in a darkened room, 
many substances glow with brilliant 
varicolored fluorescence under 


BLACK LIGHT. Accurate detection 


and classification of fungi, the timing 
of blood circulation in cardiac cases 
and the extremely important ori 
now being done in peripheral vas- 
cular conditions are but a few of its 
many uses, 








with WOOD’S FILTER for 


DUAL PURPOSE 


The Wood's filter doubles the useful- 
ness of the SPOT-QUARTZ LAMP. It 


makes it useful in both diagnosis and 
treatment. 


Quickly applied or removed from the 
lamp. 


EXTRA —Price . . . $15.00 


THE BIRTCHER CORPORATION 
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CATALOG NO, 647 


Code Word “Elsma” 


© 6’x8” MOLDED RUBBER 
PAD, for condenser circuit 
of any make of short wave 


diatherm, each . $7.00 





te 
CATALOG NO. 650 


Code Word “Elear? : 
SINGLE LEC- 
naire nser - 


circ esr of 
sh a S 

ae op 
CATALOG NO, 651 


Code Word “Elars¢ 
DOUBLE EC- 


Beas elec- 
tro ch tgyibous 
tre Yoh ears. 
For céndehbsér circuit of 


any make of short wave 
Gieimerm 
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CATALOG NO. 646 
Code Word “Elpad” 
® 8” x 10” MOLDED 
RUBBER PAD, for 
condenser circuit of 


any make of short 
wave diatherm, 


ened 


CATALOG NO. 648 
Code Word “Elcab” 
e INDUCTION CABLE, 12!/, 
feet long, for cable circuit of 


Birtcher short wave dia- b 
therms; highly flexible, 


each 


"=. $16.00 


THE BIRTCHER CORPORATION 





CATALOG NO. 659 


Code Word “Eltin” 


® 4” x 51/,"” MOLDED RUB- 
BER PAD, for condenser 
circuit of any make of 
short wave diatherm, 


each 


See sk? = 0,00 


CATALOG NO. 657 
Code Word “Elsin” 


@ SINUS PAD ELEC- 
LRO DEF or. con- 
denser circuit of any 
make of short wave 


diatherm . . $9.00 
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ipping Weight 5 Ibs. 
hipping Size 1214x814x814. 





SHORT-WAVE 


APPLICATOR 





FO 


Three independent, malleable elec- 
trodes mounted upon flexible arms 
permit fitting the electrode to any 


R THOSE HARD-TO-TREAT 








PLACES ABOUT HEAD 





A scientifically designed short- 
wave applicator for the treatment 
of sinus, antrums, eyes, tonsils, 
mastoids, etc. 


faczal contour. 


BIRTCHER-BUILT 


Code Word ‘‘Capco”’ 


Applies the heat exact- 
ly where it is wanted. 


May also be used for 
any part of the body 
where the treatment 
must be localized. : 


Catalog No. 656 © CAPUT APPLICATOR e¢ Code Word “Caput” 


Complete with 15 sets of sanitary spacing covers in individual 
cellophane bags 


Extra sanitary spacing covers per box of 4 dozen sets 


SEE CURRENT PRICE LIST 


- THE BIRTCHER CORPORATION 


patient’s skin. 


the others. 





Permits treatment in 
best position for drain- 
age. 


Painless treatment of 
very sensitive sinuses 
and antrums. 


Gills a Jreatment Need... 


Medical literature abounds with favorable reports 
on the benefits of short-wave therapy in acute and 
chronic sinusitis, tonsillitis, and inflammatory con- 
ditions about the head and neck. 


However, the mechanical difficulties of tying and 
adjusting existing electrodes, which require cover- 
ing the face with towels or other spacing material, 
bring frequent objections from both physicians and 


patients. 


Treating the frontal sinuses without involving the 
antrums and surrounding areas is difficult; no pre- 
cision of application is possible with the ordinary 


electrode. 


All of these difficulties and problems are eliminated 


by the Caput Applicator. 





Quickly replaceable, sanitary spac- 
ing covers are provided to absorb 
perspiration and establish proper 
spacing between electrodes and 


Each electrode may be used 2n- 
dependently or in combination with 
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The only practical 
means of administering 
short wave therapy to 
the eyes. 





Needs no tying or 
strapping in place. 
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“SHORT-WAVE DIATHERMY ELECTRODES 


Vaginal and Prostatic Air-Spaced Electrodes 


These Electrodes may be sterilized by boiling or autoclaving. 
The greatest heat is generated at tip of Electrode and there 
is very little heat where the Pyrex Shield contacts sensitive 
tissue of vulva or sphincter. 


SHORT WAVE 


ULTRA-VIOLET GENERATOR 


FOR ORIFICIAL APPLICATION 



























When order- 

ing, specify 
make of S. W. Dia- 
thermy the Generator 


-. The Orificial Generator may be used in conjunction with practi- 
cally any Short Wave Diathermy Machine. It is simply plugged 
into one of the condenser pad terminals ...a pad into the 
other terminal. Complete instructions for its operation and 
use are furnished. The Quartz Orificial burner operates 
at only slightly above bodily temperature, therefore 
may be used with complete comfort in all bodily 


is to fit. 





















Catalog No. 644, Code Word “Elpro” 
Prostatic Electrode . . . . . = «.. $14.90 


orifices. 


A C TUAL SIZE Catalog No. 645, Code Word “Elvag” 


Waamalblectrode . . . . + +’. «° $14.90 


Catalog No. 644-PT, Code Word “Pypro” 
Pyrex Tube for Prostatic Electrode . . $ 1.00 





Intensity of the burner may be con- The Ultra-Violet radiation emitted: by 1 ies No. 645-PT, Code Word “Pyvag” HO 
trolled and iniensified by the S. the Orificial Generator is 90 percent in _ Pyrex Tube for Vaginal Electrode . . $ 1.00 
W. Diathermy controls so that the spectrum band at 2537 Angstrum | oS 
| f th Units. 3 . The Pyrex Shield eliminates cracks 
pe EE tadaa . | through which arcing might take 
Quariz-mercury burner This wave band is highly germicidal and pro- | place, obviating all possibilities of 
may be attained. duces an active erythema when required. | burns. 


_ The Electrodes will operate ef- 
Complete instructions, including Time-Distance Chart, ficiently from any make of short 
are furnished with the Generator. | wave. The Electrode comes 
apart very easily, for cleaning, 
_ sterilization, or repairs. 


Be sure to specify the 
Make and Model of 
short-wave Diathermy 
with which Vaginal 
and Prostatic elec- 
trodes are to be used 
so proper tips may be — 
furnished. 

















































Cat. No. 620-B Code word ULVOR | 


The Birtcher S. W. Orificial Ultra-Violet Generator, | 
complete with cord, handle, safety goggles and three 
feet of special sleeving to protect orificial entrances, 
in a handsome Keratol covered case; ready to plug into 
condenser terminal of any make of S. W. Diathermy. | 
(Specify: Make). vik, Ree Sto deran, ul $2350 | 








No. 6454 Set—Comprising 








Cat. No. 622-B Quartz burner replacement unit. | , eee Lane os py onioac Elgciods ence eol ee 
i Poe a —wNo. aginal Electrode: <2). .:: : 

Return old handle and Burner for exchange . $ 9.50 | 1_No. 644PT Pyrex Prostatic Shicld. 1.00 

| 1—No. 645PT Pyrex Vaginal Shield... 1.00 

Mota led rca eee a se $31.80 





No. 6454 Set—Special Combination . $25.50 


THE BIRTCHER CORPORATION | 
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U. S. Patent No. 2,110,392 Owned by Birtcher Corp. 


BIRTCHER CUFLEX ELECTROD 
SELF-RETAINING 


Cuflex Electrodes offer a dis- 
tinct advance in treatment 
technic. They are made with a 
flexible spring element within 
a pliable rubber covering, thus 
providing a built-in feature of 
retaining themselves firmly but 
gently in position. Four varied 
sizes permit proper adjustment 
to any anatomical part from a 
small wrist to a moderate- 
sized waist. 


[ELECTROSURGICAL ACCESSORIES 
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Catalog No. 795, Code Word “SUSET,” ELECTROSURGICAL SET of five electrodes and boilable bake- 
lite handle with swivel cord connection. (Illustrated above) . note ee ot LOLS 


Catalog No. 791, Code Word “SUHAN,” HANDLE only (Boilable Bakelite) with cord Pete sh tl Oe B50 





SNAP IT ON—IT STAYS THERE 















Pictured above and on the right, 
the No. 633 Cuflex is adequate 
for large thighs and moderate 
waists. About the waist it serves 
as an ideal indifferent electrode 
when giving intra-vaginal treat- 
ments. One Cuflex around the 
thigh and another around the 
waist provides an ideal technic 
for hip treatments, an area usually 
so difficult to treat adequately. 


Treatment of elbows, shoulders, 
wrists, knees and ankles—usually 
bothersome — is made simple by 
using Cuflex Electrodes. They noi 
only retain themselves in position, 
but also hold the towelling used 
as sanitary and spacing material. 
Purchase of whole sets is recom- 
mended to secure full advantages 
of Cuflex technic. 























Catalog No. 788, Code Word “THORE,” THOREK-BIRTCHER BI-ACTIVE ELECTRODE designed for Dr. 
Max Thorek to implement his famous Gall Bladder Obliteration operation. . . . +. . $25.00 








Fa ee ey ee 


Catalog No. 721, Code Word “RETIN,” RETINAL DETACHMENT SET. Complete with handle, inditferent 
ring electrode and 2 gradle type needles in a compact fitted Keratol carrying case . . . $25.00 





Large Cutlex—6” Intermediate Cuflex—4” Medium Cuflex—3” Small Cuflex—2” 
21/2" x 24°" adequate for 21/2" x 18" for shoulders. 21/2." x 12’ useful on arms, 21/."" x 8"" for wrists, ankles, 
waist and thighs upper arms, small thighs legs, shoulders small parts 
Nos 633ees a. $12.00 INOW O02) vo irais cee 910,00 Nok 63.063 ee ee a et ee No:690 oo cia $850 





NOTE: Birtcher surgical accessories are de- 
signed to operate efficiently on any muke of 
Electrosurgical or Short-Wave apparatus. How- 





Be sure to specify the | No. 634 Special Combination Set . . . . $44.75 











ever, as the various manufacturers have not 
| Make and Model of For All Applications standardized on treatment terminals, it is neces- 
| SR ese Didiheriny tage cape" Cunes $8.50 | ey that ue neo cord ae desired be Bee 
ee ron Galles a. a a : : - : 5 : : : 2 | led in each case. Our price list gives a cord tip 
Ec g G 1 == No: 631. — 3” Cuflex 0) a ee we ce eg Se 9:25 & listing. 
proper Zi NO O0e —— 4" Culex [ee eee a Gaeane oe 20.00 
tips may be furnished Meow 6ce "6 Cullex 3. ee ee a 900 


: Sein Catalog No. 790, Code Word “Elfot,” 
Total Value. : 4 . : ; ; : : a $49.75 H FOOTSWITCH of ebony bakelite, for all 


electro- surgical techniques. Toe control 
THE BIRTCHER CORPORATION 


{rom any edge, anti-slip base, instant, 
Lo4 Angeled 








_ Positive action anywhere touched. A 
Necessity in electrosurgery . . . $6.50 


i Z { oe | f / | Ay } ) j R 
FORM 321-B10 1250 3-49 ein | ster ht Lo4 7 lugeled 
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CATALOG NO. 795-A. Code Word ‘‘Cobal’”’ 
BALL. 7/32’ diameter. Recommended for shallow coagulation with 
short wave diathermy machines, and for bleeding points in major sur- 
gery, such as in breast amputation, brain surgery, thyroidectomy, 
etc. Price $1.60. 


CATALOG NO. 795-B. Code Word ‘‘Suned”’ 
NEEDLE. 34” long. Recommended for delicate point coagulation and 
desiccation,—for use in nasal and rectal orifices,—for base puncture of 
large surface growths with desiccation or coagulation. Price $1.00. 


CATALOG NO. 795-C. Code Word ‘‘Saber’”’ 
SKIN INCISION BLADE. 1” long. Recommended for fast initial inci- 
sion on skin with cutting current only, to assure primary union. Also 
for cutting through fat and vascular muscle tissue using high coagu- 
lation density with cutting current. Price $1.50. 


CATALOG NO. 795-D. Code Word ‘‘Ancog”’ 
BALL POINT ANGLED. 3/32” diameter. Recommended for shallow 
coagulation with short wave diathermy machines, and for bleeding 
points in major surgery, such as in breast amputation, brain surgery, 
thyroidectomy, etc. Price $1.00. 


CATALOG NO. 795-E. Code Word ‘‘Cutlo”’ 
CUTTING LOOP. 34” loop. For sizable biopsy (cervix, breast, rectum). 
Useful for scooping out tissue in brain surgery or in tumorous masses. 
Price $1.50. 


CATALOG NO. 795-F. Code Word ‘‘Saban”’ 
30 DEGREE ANGLE BLADE. 1” long. Recommended for same pur- 
poses as No. 795-C but maintains a right angle to the plane of surface 
of skin and is therefore more suitable for initial incision through skin, 
as in breast amputation. Price $1.50. 


CATALOG NO. 795-G. Code Word ‘‘Cowir’’ 
WIRE ELECTRODE 30 DEGREE ANGLE. 1” long. For delicate desicca- 
tion or coagulation of small growths on surface or within the orifices. 


Price $1.00. 


CATALOG NO. 795-H. Code Word ‘‘Lubox’”’ 
BOX SHAPED CUTTING LOOP for biopsy or cutting with scooping 
action. Cuts tissue same shape and size. Suitable for delicate dissec- 
tion with more or less knife-fork technique. Most suitable in brain 
surgery, rectal surgery, and the removal of malignant surface growths. 


Price $1.50. 


CATALOG NO. 795-J. Code Word ‘“Lucup”’ 
STIRRUP. (Cup shaped cutting loop.) For biopsy or cutting with 
scooping, action. Cuts out tissue same shape and size. Suitable for 

x. delicate dissection with more or less knife-fork technique. Most 
suitable in brain surgery, rectal surgery, and the removal of malig- 
nant surface growths. Price $1.50. 
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® CATALOG No. 776. Code Word ‘‘Lobne”’ 
Set of 18 Electrodes, shown above, with 

No. 791 Handle, representing a total value of 

$33.50, special price for the set................ $31.50 


® CATALOG NO. 775. Code Word ‘‘Loops’”’ 
Set of 18 Electrodes, shown above, with 
both No. 791 Handle and No. 790 Footswitch, 
representing a total value of $40.00, special 
DTLCC YS OL EINCIS CE io tai crate sc seteereens cence: $36.50 
® CATALOG NO. 777. Code Word ‘“‘Lobla”’ 
Set of 18 Electrodes, shown above, repre- 
senting a total value of $29.00, special price 
SOT TNO SCE ea a ORE siete tare at kesineee se $27.50 


THE BIRTCHER CORPORATION 
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CATALOG NO. 795-K. Code Word “‘Lupta”’ 


TRIANGLE SHAPED CUTTING LOOP. For biopsy or cutting with 
scooping action. Cuts tissue same shape and size. Suitable for delicate 
dissection with more or less knife-fork technique. Most suitable in 
brain surgery, rectal surgery, and the removal of malignant surface 
growths. Price $1.50. 


CATALOG NO. 795-L. Code Word ‘‘Lupsy”’ 


RIGHT ANGLE CUTTING LOOP. For biopsy or cutting with scooping 
action. Cuts tissue same shape and size. Suitable for delicate dissec- 
tion with more or less knife-fork technique. Most suitable in brain 
surgery, rectal surgery, and the removal of malignant surface growths. 
Price $1.50. 





CATALOG NO. 795-M. Code Word ‘‘Simit’’ 


SKIN INCISION CURVED CUTTING BLADE. For fast cutting onskin ° 
with cutting current only, to assure primary union. Also for cutting 
through fat and vascular muscle tissue using high coagulation density 
with cutting current. Price $1.59. 


CATALOG NO. 795-P. Code Word ‘‘Lupot”’ 


OFFSET RIGHT ANGLE LOOP. 14” diameter. For biopsy or cutting 7 
with scooping action. Cuts tissue same shape and size. Suitable for 
delicate dissection with more or less knife-fork technique. Most suit- 
able in brain surgery, rectal surgery, and the removal of malignant 
surface growths. Price $1.50. 


CATALOG NO. 795-R. Code Word ‘‘Lupme”’ ua 


CUTTING LOOP. 1" diameter. For biopsy or cutting with scooping 7 
action. Cuts tissue same shape and size. Suitable for delicate dissec- 
tion with more or less knife-fork technique. Most suitable in brain 
surgery, rectal surgery, and the removal of malignant surface srowths. 
Price $1.50. 





CATALOG NO. 795-S. Code Word ‘‘Lupet’’ 


CUTTING LOOP. 34” diameter. For biopsy or cutting with scooping 
action. Cuts tissue same shape and size. Suitable for delicate dissec- 
tion with more or less knife-fork technique. Most suitable in brain 
Seve trae surgery, and the removal of malignant surface growths. 
Price $1.50. 


CATALOG NO. 715-S. Code Word ‘‘Cosma”’ mn 


SMALL CERVIX CONIZATION ELECTRODE. For use in electro- 7 
surgical conization of the cervix, in accordance with the Hyams 
technique. Price $2.75. 





CATALOG NO. 715-M. Code Word ‘‘Comed”’ 


MEDIUM CERVIX CONIZATION ELECTRODE. For use in electro- ° 
surgical conization of the cervix, in accordance with the Hyams 
technique. Price $2.75. 


CATALOG NO. 715-L. Code Word ‘‘Colar’’ 


LARGE CERVIX CONIZATION ELECTRODE. For use in electro- 
surgical conization of the cervix, in accordance with the Hyams 
technique. Price $2.75. 
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® The wire cutting section of the loops is 
made of .012" pure Tungsten wire, which is 
spot welded, not soldered, to the Monel shaft. 
This distinctive feature insures longer life 
and eliminates a weak spot in electrodes 
of this type. 


® The metal shaft is made of Monei, ex- 
tending the full length of the electrode, from 
tip to tip. It has a diameter of 3/32" (2.4mm). 












G £ach electrode is insulated by a collar of. 
a patented product known as Alsimag, which 
is far harder and stronger than porcelain, \ eas 
has higher dielectric quality, and is boilable. \' 
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E L E C T R 0 S U R G I C A L A C C E 5 5 iV R I E 5 Se ) PRICE LIST PRICE LIST DATED 
Zor use with My make of Electresurgical unil on Short-Waue Diatherm | ) THESE PRICES SUBJECT TO CHANGE WITHOUT NOTICE Sore AeA 


TERMS: 2% 10 Days E.0.M., Net 30 Days. All Prices quoted F.0.B. Factory 






































| SHORT-WAVE DIATHERMY UNITS ELECTROSURGICAL UNITS 
ASE ac Sa el al cr nd ar a a edi RS A ON 
Cat. No. & : Cat. No. & 
Telegraph Class Price Telegraph . Class Price 
ee - Code Word ITEM Discount Retail Code Word ITEM Discount Retail 
800 CRYSTAL BANDMASTER S.W. Diatherm. A 799-O ELECTROSURGICAL UNIT. Office Model. 
crystal controlled, F.C.C. approved unit bear- Combination tube and spark-gap machine for 
BAMA ing Approval Number D-474 and operating at SUNOF all major and minor electrosurgical procedures 
the International Frequency 13.56 mc. Housed “AB” 695.00 including ‘Trans-Urethral Prostatic Resection “AB? 550.00 
: : : f : and mono-terminal Bladder Fulguration. 
in a beautiful one-piece cabinet of cream-white Housed in Black Walnut with white. baked 
enamelled furniture steel, with counter bal- enamel operating panel. : 
anced Treatment Arm and Induction Treatment Gomplete “iin inebicords. Tadifterent elec 
Drum. Furnished with fourteen-foot Induction ay. aed Wee Ff 
3 ; ‘ trode; Tri-pedal Footswitch; two sterilizable 
Cable, Line Cord, Operating Instructions and control Handles: one 795 Electrosurgical set of ‘ 
Service Manual. handle, cord and five assorted electrodes and — 
A.C.M.I. cord. Complete Operating Instruc- 
SEIT SSS Ligiay TM Ue R eT ERE Gp RASTER EG eg RET GI TEER A NT eT ETNA tions. Guaranteed for TWO YEARS including 
803 ELECTROSTATIC CONVERTER SET for use tubes. 
with all Crystal Bandmaster S-W Diatherms. (For suggested accessories see Nos. 961 Cab- 
CONEL Enables user to employ conventional Pad Ap- ‘“C” 16.00 inet; 798 Electrode holder; 715 and 795-A to 
Cat. No. 785X, PROCTOLOGICAL SET of three special electrodes 14” long for plicators and orificial S-W_ electrodes. Con- 795-8 Loops, Blades and Electrodes; 785-X 
; ; ‘ 17.50 sists of two Converters and two felt spacer Proctological Set.) 
use through Sigmoidoscope. Price of set . cig te $17. pads: 56”x9"xi2". | hie aoe ee ee Ve 
Single electrodes $6.50 eac! |} 799 ELECTROSURGICAL WYNIT, Portable Model. |, nee 
: ame as - ut in Blac eratol case wi , 
804 TRIPLE INDUCTION DRUM for use with all SUNIT accessory compartment in removable lid. Case : 
Crystal Bandmaster S-W Diatherms. Mounts equipped with locked cover. 
we 2 es TRILE on No. 602-C Treatment Arm, which is stan- “©” 59.50 camplete with accessories same as 799-O 
ee Le e LE LE: i i e ‘ 
. _ L _ d dard equipment with the Bandmaster. above 
ee is es i Nee ed Aad is MOND Oke eR) 
602-C COUNTERBALANCED TREATMENT ABM 750 BLENDTOME PORTABLE ELECTROSURGI- 
and mounting casting for use on No. 800 Crystal “0” 50.00 |} arasu ages Di cades ane ae ape Hae her Bush 
ARBA Bandmaster. ; sories; with No. 649-S Line Cord, No. 725-X 
fs A.C.M.I. Cord, No. 751 Stainless Steel rubber 
ee | backed, Indifferent Pad Electrode, No. 790 ‘B” 295.00 
- 604-C TREATMENT DRUM HEAD. Exclusively for “0” 20.00 Footswitch and No. 795-X Hlectrosurgical Set | 
o DRUA use with No. 602-C on the Crystal Bandmaster. with six assorted electrodes, For use on 110- . 
120 volt, 60 cycle alternating current. For 
Caren eee. or frequencies see back of 
rice List. 
605-C TREATMENT DRUM ASSEMBLY for Crystal 
Bandmaster. Consists of No. 602-C Arm Assem- ‘“‘C” 70.00 ee ee eae Le 
DRUO bly and No, 604-C Drum Head. | 7109 HYFRECATOR SET for bi-active coagulation, 
desiccation and fulguration. Includes same ac- 55.00 





HYCOG cessories as set No. 712 and in addition No. 789 
Bi-Active Electrode Set. (For discount see No. 


ULTRA-VIOLET UNITS 712 below.) 



































Cat. No. 717 perme oe eee 
717 SET OF CERVICAL | 
CONIZATION ELEC- 712 By LEEC ATOR Se for) dosteention aa a 
TRODES. Comprises one 620-B ULTRA-VIOLET ORIFICIAL GENERATOR TEY'STOT! SHOR Oe ATER eee ee eRe ares 
y unit for wall mounting, ready for : 
715-S, one 715-M, and one FOR SHORT-WAVE DIATHERM. Complete inetant use. Set includes No. 71h eae: set: 45.00 
715-L, in smart container, ULVOR with Cord, Safety Goggles and Three Feet of No. 716 desiccation needle and No. 790 foot 
representing a total value Special Sheathing with complete Operating “B”’ 23.50 switch, Provides current also for bi-active co- 
, $8.25 Instructions, ready to plug into the condenser agulation, See No. 709 Set above. 
2 EAN terminal of any make of Short-Wave Diathermy DISCOUNT QUANTITIES 
Special price for the machine. 1to 3 Class C © | 
seta ae eo 4 to 23 Class B | 
24 to 99 Class B Plus 3% of ae ioiece 
s 622 QUARTZ BURNER for previous model No. “Above discounts apply to Nos. 709 an ae 
Cat. No. 785, PROCTOLOGICAL ELECTRODES 10” long 620 Generator. Slips in or out of handle “B” 9.50 7 
for use through Proctoscope. Price ©. =<... $3.50 each | EEE eS 961 SUB-CABINET. Solid black walnut, caster 
; . MOSUB mounted. Designed for Nos. 799 and 799-0. “CY. 59.00 
622-B QUARTZ BURNER REPLACEMENT UNIT 
for No. 620-B U.V. Generator. Broken burner “B’’ 9.50 
ULUC- and handle must be sent in for exchange re- 
NOTE: Birtcher surgical accessories are de- placement. SHORT-WAVE ACCESSORIES 
signed to operate efficiently on any make of - BG EN a ee i 
Electrosurgical or Short-Wave apparatus. How- 625 SPOT-QUARTZ ULTRA-VIOLET LAMP com- | 
ever, as the various manufacturers have not | plete with 8-foot cord, wall bracket, localizing “B” 79.50 (Note: When ordering any Accessory always specify Cord Tip desired 
standardized on treatment terminals, it 1s neces- SPOTQ mask and directions for treatment. —see listing on last page) 
sary that the type of cord tip desired be ee 
fied in each case. Our price list gives a cord tip WR oh ees et RRS er iene Le an hoe Oma aE MIS BEC nt Tater oe ee ee 
Toate, | ” Self-Retaining Electrode; 214'"x8” 
LSE 626 QUARTZ GRID AND REFLECTOR ASSEM- ey olaed! Eien, condencer ped Electrode with ‘“B”’ 8.50 
BLY. Replacement assembly for No. 625 Spot- “0” 25.00 CUFWO internal spring steel insert. For use with any 
GRIDO Quartz Lamp. Short Wave Diathermy. Patented by Birtcher. 
a TF ES - 
627 SPOT-QUARTZ U. VY. WOOD’S FILTER. Corn- x 3” Self-Retaining Electrode: 214"x12" 
ing Red Purple Corex A—No. 9863 special filter “‘C” 15.00 est Coed mibpens coEdeiuer pad Electrode with “B” 9.25 
FILTO mounted in suitable holder for use with CUFRE internal spring steel insert. For use with any 


Form 321-B11 1500 3-49 PRINTED Musk g No. 625 Spot-Quartz Lamp. : Short Wave Diathermy. Patented by Birtcher. 

















THESE PRICES SUBJECT TO CHANGE WITHOUT NOTICE 


SHORT-WAVE ACCESSORIES 


Cat. No. &: 
Telegraph 
Code Word 


Class 


ITEM Discount Retail 


(Note: When ordering any Accessory always specify Cord Tip desired | 


—see listing on last page) 
sci hs rote Gey Wc ane ae Ree ee toa Mi Se ee 
632 CUFLEX 4” Self-Retaining Electrode; 214”x18” 
Starom molded rubber, condenser pad Electrode with “B’’ 

O 


internal spring steel insert. For _use with any 
Short Wave Diathermy. Patented by Birtcher. 


10.00 


633 CUFLEX 6” Self-Retaining Electrode; 214"x24” 
molded rubber, condenser pad Hlectrode with sR?” 

CUSIX internal spring steel insert. For use with any 

Short Wave Diathermy. Patented by Birtcher. 


12.00 


PASI ca see 3 PM Nl ee cA Rese Set SCN a EE Le Pe SE SL 


654 | CUFLEX SET OF FIVE ELECTRODES. One 


2" one 3”, two 4”, one 6”. Complete set for 4By, 44.75 
CUCOM 


all applications. Combined value $49.75. Combi- 
bination price, no substitutions. 


A meee RN ea Lae 


644 AIR-SPACED PROSTATIC Short Wave Elec- 

trode. In handsome leatherette case for safe ‘‘B’’ 
ELPRO keeping. For any make Short Wave Diatherm. 
Rectal Application. 


14.90 


ee ee ee ee ee 
644-PT PYREX SHIELD for No, 644 Prostatic Elec- “B” 

PYRO trode. Special Heavy Ignition Pyrex. . 
Se ETT Saal GE a ae 
645 AIR-SPACED VAGINAL Short Wave Electrode. 


In handsome leatherette case for safe keep- ‘‘B’’ 
ELVAG ing. For any make Short Wave Diatherm. 


14.90 


645-PT PYREX SHIELD for No. 645 Vaginal Elec- “B’” 


PYVAG trode. Special Heavy Ignition Pyrex. 


nnn nnn nnn nnn TL EdEttEE sane 


6454 PROSTATIC AND VAGINAL COMBINATION 
SET. In handsome dual leatherette case con- ‘B”’ 
PROVA taining one No. 644, one No. 644-PT, one No. 
645 and one No. 645-PT. 


ee 


20.00 


646 8’x10” CONDENSER ELECTRODE. A molded 
rubber, Pad Electrode for use with any make 
ELPAD of Short-Wave Diatherm. 


nn nn tetas 


so? 


647 6”x3” CONDENSER ELECTRODE. A molded 
rubber, Pad Electrode for use with any make 
ELSMA of Short-Wave Diatherm. 


Sra 


16.00 


oR” 


648-C INDUCTION CABLE for No. 800 Crystal Band- ‘“B”’ 


ELCAC master only. Length 14 feet. Rubber covered. 


648-CS CABLE SPACERS for use with No. 800 Crystal 


CO GM 
ELCIC Bandmaster. Set of 5 spacers. +e 


649-A LINE CORD — extra heavy duty — for any ‘B” 


ELCOR machine. 6 foot. 


649-C LINE CORD for No. 800.Crystal Bandmaster ‘‘B” 


ELBOR S.W.D. only. Three-wire, 8 feet long. 


nnn 


649-S ‘LINE CORD for 750, 799 and 799-O. 12 feet : “BY” 5.00 
ELSOR _iIong. 
inanaetigeinatithss Wiekud ae NGO SENN an a 
656 CAPUT APPLICATOR. For treatment of 

sinus, antrums, eyes, tonsils, mastoids and 


other hard-to-treat locations about the head 
and neck. Three independent electrodes 
mounted upon flexible arms, used independ- 
ently or in combination, permit fitting ap- 
plicator to any type of contour. 


OB Tu Sakae Uae eS Eats PHA ces tT UTTER aT Sea 
656-SC BOX OF 4 DOZ. SETS OF SANITARY SPAC- “D” 
CAPCO ING COVERS. 

MCs eae he cet) Sa Fp SI ein eee eee ee 
657 SINUS PAD ELECTRODE. For use with any “B” 9.50 
ELSIN make of Short-Wave Diatherm. 


SUN a SPABBMEU ke ESA 9 Re sce Se ARN NLS SAE eT 


CAPUT 


659 A'x514" CONDENSER ELECTRODE. A mold- 
ed rubber, Pad Electrode for use with any 3) bcd 
ELTIN make of Short-Wave Diatherm. 


Cat. No. & 
Price © 





ELDAP commodates cord tips of various surgical and 





SHORT-WAVE ACCESSORIES 


Telegraph Classo Pes 
Code Word ITEM Discount Retail 
660 CORD TIP ADAPTER. Plugs into surgical 

terminals of Short-Wave units and readily ac- ‘C”’ 1.25 


coagulation sets. 





661 CORD TIPS. See listing on back page for 

numbers identifying these tips in connection ‘**C’’ 30 
TIPS with specific makes of Short-Wave Diathermy 

machines. 


a 


ELECTROSURGICAL ACCESSORIES 


creer EE 


407 DC-AC CONVERTER for use with the Hy- 
frecator or the Spot-Quartz Lamp where 110 
volts DC current only is available. Complete 
with shorted cap, ready to be connected be- 
tween the DC Line and the appliance. 


Suen 

711 HYFRECATOR NEEDLE SET. Designed for 
use with the Hyfrecator, this curved steel 

HYNED needle mounted on a handle of ebony bakelite 
may be used with all types of mono-terminal 
high-frequency apparatus. 


eS ge le eS WE) ie 
111-A  HYFRECATOR DESICCATION-FULGURA- “B” 3.50 
HYMAN TION HANDLE. 

ee ASR 8k Ce ea 
"11-B  DESICCATION-FULGURATION NEEDLE for ‘B” 1.00 
HYDLE No. 711-A Hyfrecator Handle. 

Se ee re ea ee 
713 EPILATION NEEDLE. An extra fine needle 


for epilation with the Hyfrecator. For gross “B” 
EPLAT or ordinary hairs, with or without anaesthetic. 


(iris Resse a heeB ND acl ak i Le ae ae 


114 EPILATION NEEDLE SET. 6 No. 713 Needles, “B” 5.00 
EPSET in smart container. 


ss”? 22 30 


CONV 


“Br” 4.00 


1.25 


715 CERVICAL CONIZATION ELECTRODE. 
COSMA Porcelain insulated, triangular electrode for ‘B” 
small conization of the cervix. In three sizes—small, 
COMED medium, and large. (Please specify size when 
med. ordering.) 
COLAR 
large 
Ni lietocbaie ats Wie Ge 


716 TISSUE DESICCATION NEEDLE. Designed 
for use with the Hyfrecator, this straight, fine ‘sB”? 
needle may be used with any mono-terminal 
high-frequency apparatus. 
I 
W174 CERVICAL CONIZATION ELECTRODES 
SET. 3 No. 715 (one small, one medium, and ‘“B”’ 
COSET one large), in smart container. 


eee aa aa Ee 


"21 RETINAL DETACHMENT SET consisting of 
indifferent Ring Electrode, 2 special gradle 
type needles and 1 No. 711-A Handle and 
Cord. For use with the Hyfrecator (or other 
suitable sources of energy) in a compact 
Keratol covered case. 


2.40 


1.50 
TIDEN 


7.95 


Lal 5 36 25.00 


RETIN 
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425 CORD TO CONNECT ELECTROTOME to 799 ‘B” 2.00 
ACMI or 799-O Hlectrosurgical Unit. 


Se eee iar dick Ce eaa cane ene ee he ae 


125-XK CORD TO CONNECT ELECTROTOME to No. “B” 2.00 
ACMIX 750 Blendtome Portable Electrosurgical Unit. 


ce Ly REP aEE La Enna een 


451 INDIFFERENT PAD ELECTRODE for No. 
750 Blendtome Portable BHlectrosurgical Unit. 
Made of Stainless Steel permanently bonded 
to sponge rubber pad backing. 


SA Vir est gaa cre rn aunt ee name SN an ore aha OR UE Be 


475 SET OF 18 ELECTROSURGICAL ELEC- 
TRODES FROM 795-A to 795-S including 715-S, 
715-M and 715-L, together with one No. 791 
handle and one No. 790 footswitch, making the 
set complete and ready for use on any Short- 
Wave Diathermy machine or Electro-Surgical 
Unit. 
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THESE PRICES SUBJECT TO CHANGE WITHOUT NOTICE 





ELECTROSURGICAL ACCESS ORIES 









































Telegaphe , 
elegrap Class Price 
Code Word ITEM Discount Retail 
716 SET OF ELECTRODES AS ABOY i ‘B”’ 
LOBNE 791 Handle and no Footswitch. ee ee aaa, pe 
477 SET OF 18 ELECTRODES AS ABOVE ith- ‘‘B’’ 
LOBLA out Handle or Footswitch. : sire ts 
448 ELECTROSURGICAL SET for use with No. 
800 Crystal Bandmaster S. W. Diatherm in- ‘“B” 24.00 
BASET cludes No. 795 Blectrosurgical Set with 5 
assorted electrodes, one No. 790 foot switch 
and one No. 646 Pad. 
785 our OF aA to eee ar ERODES | 
one No. an Oo. =; 645” 
POUET > Cotes andle 90 Foot B 45.00 
185-X PROCTOLOGICAL SET of three special 14” 
electrodes; Needle, Ball Point Angled and 
PELAT Right Angle Cutting Loop; for use through “B” 17.590 
Sigmoidoscope. The Needle and Ball Point may 
be used in conjunction with the Hyfrecator. 
485-XB PROCTOLOGICAL ELECTRODE, 14” Needle, 
for use through Sigmoidoscope in conjunction 
PELAB see any cutting unit or Hyfrecator. See No. ‘“B” 6.50 
185-XD PROCTOLOGICAL ELECTRODE, 14” Ball 
Bae Point eueled: Hor Use crease Sigmoidoscope 
in conjunction wi any cutting unit or Hy- ‘“B’’ 
frecator. See No. 795-D. = pean ny 
785-XL PROCTOLOGICAL ELECTRODE, 14” Right 
Sune anes Cutting F000, For up? eee es Bie 
-oscope in conjunction wi any cuttin i By 
ONLY. See No. 795-L. we eS ae eis 
786 SET OF 21 PROCTOLOGICAL ELECTRODES “B” 
RUZET with No. 791 Handle, no Footswitch. : el 
787 SET OF 21 PROCTOLOGICAL ELECTROD ‘oR’ 
SIZET without Handle or Footswitch. ac ~ are 
783 Fe ee El Caen ELEC- 
. For ga adder obliteration. Com- “B” 
THORE plete with handle and cord. vs He ie 
789 BIRTCHER BI-ACTIVE COAGULATION SET. 
Provides tips for coagulation of cervical ‘‘B”’ 12.50 
COAGU canal, cervical cysts and erosions, tonsils, 
tonsil tags, rectal tags and all types of sur- 
face growths. 
790 PAREN eee puolese pekente mee control 
a rom any edge. For any make o ort-Wave ‘“B’’ ; 
ELFOT unit or other electrical device. A necessity in Bee 
all methods of electrosurgery. 
491 ELECTROSURGICAL HANDLE OF EBONY 
BAKELITE, with exclusive features of swivel ‘B” 6.50 
SUHAN cord connections. May be boiled or auto- 
claved. Fool-proof, accurate chuck providing 
quick grip. 
191-X ELECTROSURGICAL HANDLE OF EBONY 
one Hae eer See S apove but Ba terminal 
e No. endtome Porta El - ‘**B”’ 
surgical Unit ONLY. Laas ale tee ee 
493 WILIMAC E.E.N.T. COAGULATION SET. 
Complete with 3 tips for Tonsil, Turbinate and ‘“B’’ 20.00 
SHINT surface bi-active coagulation. Technique Book 
included. 
494 UNIVERSAL DESICCATION-FULGURATION 
NEEDLE SET. Complete with Handle, Cord, ‘‘B”’ 4.50 
SUNIV one No. 794-A, one No. 794-B, one No. 794-C, 
and one No. 794-D. 
494-A DESC TON papers wae SLIDING 
; or sub-mucous ehydration of ‘‘B’’ oD 
UNIVA ‘Turbinates. Fits 794 handle ONLY.» aes 
7194-B SoOrr Se eo ttON NEEDLE. Straight. 
ery Fine. For insertion into ti ed “B” 
UNIBE handle ONLY. lM ial a ee ee 
494-C CURVED DESICCATION-FULGURATION 
NEEDLE. Short Shaft. For desiccation on ‘“B”’ 1.00 
UNICI surface growths where contact between needle 


and growths is undesirable. Fits 794 handl 
ONLY. oe 


ELECTROSURGICAL ACCESSORIES 


















































a No. de 
elegrap Class Pri 
Code Word ITEM Discount Retail 
494-D CURVED DESICCATION-FULGURAT 
NEEDLE. Long Shaft. The long, esate AS 3324 1.00 
UNEED shaft permits desiccation within the body : 
orifices. Fits 794 handle ONLY. 
195 ELECTROSURGICAL SET. For cutting and 
coagulation techniques with any make of ‘“B” 10.50 
SUSET Short-Wave unit, or Surgical unit. Complete : 
with No. 791 Handle, swivel cord connection, 
one No. 795-A, one No. 795-B, one No. 795-C, 
one No. 795-D, and one No. 795-H. 
195-X EEC ROeUBeiCe Se oe above but 
esigne or use Wl ne No. 0 Blendt ‘RR? 
SUSEB Portable Electrosurgical Unit ONLY. Se #050 
795-A SiStRT Matsa enone BALL. 4 (eee Eee haan 
ounted on # onel shank, porcelain in- ‘B’’ 
COBAL §sulated. For No. 791 Surgical Handle. Aeon x00 
495-B COAGULATION NEEDLE ELECTRODE, 34” 
LONG. Mounted_on #” Monel shank, porce- ld 3402 1.00 
SUNED lain insulated. For No. 791 Surgical Handle. : 
495-C SKIN INCISION STRAIGHT 1” BLADE. A 
thin blade, designed to insure primary union, ‘“B”’ 1.50 
SABER mounted on +” Monel shank, porcelain in- ; 
sulated. For No. 791 Surgical Handle. 
7195-D COAGULATION BALL POINT ANGLED 
ELECTRODE. 3/32” Ball. Mounted on #,"” sR” 1.00 
ANCOG Monel shank, porcelain insulated. For No. 791 © : 
Surgical Handle. 
195-E SV aaate 00% = SMe Mounted 
onel shank, porcelain insulated. F WO) 3344 
CUTLO No. i9 Surgical Handle. See No. 795-R andl r ee 
195-F Saar nee ged poe Nee 1” BLADE. 
ounted on onel shank, porcelain in- ‘3B’ 
SABAN  sulated. For No. 791 Surgical Handle. | gear ae 
195-G COAGULATION WIRE 30° ANGLE 1” LONG. 
Mounted on 7” Monel shank, porcelain in- ‘B”’ 1.00 
COWIR sulated. For No. 791 Surgical Handle. 
495-H DisMONP (BOX) enn SUTTENG LOOP. 
ounted on # onel shank, porcelain in- ‘*B”’ 7 
LUBOX sulated. For Ne 0. 791 Surgical Handle. 5 ey 
495-3 STIRRUP (CUP) SHAPE CUTTING LOOP. 
Mounted on #” Monel shank, porcelain in- ‘B’’ 1.50 
LUCUP sulated. For No. 791 Surgical Handle. 
495-K aN ere sd Saeed ee G EOF Mount- 
ed on # onel shank, porcelain insulated. ‘*B’’ : 
LUPTA For No. 791 Surgical Handle. Bon 
195-L BIOESY RECAST: Ee bmg LOOP. 
ounted on onel shank, porcelain in- ‘‘B’’ 1.50 
LUPSY sulated. For No. 791 Surgical Handle. i 
495-M. SKIN INCISION CURVED CUTTING BLADE. 
Mounted on #;” Monel shank, porcelain in- ‘B”’ 1.59 
SIMIT  sulated. For No. 791 Surgical Handle. 
"95-P  OFF-SET RIGHT-ANGLE LOOP %4” DI- 
AMETER °3” LENGTH. Mounted on 3” “B” 1.50 
LUPOF Monel shank, porcelain insulated. For No. 791 . 
Surgical Handle. 
795-R CUTTING LOOP 4” DIAMETER. For No. 791 . **B”’ 1.50 
LUPME Surgical Handle. See No. 795-E and 795-S. 
795-S CUTTING LOOP %4” DIAMETER. More olae os. 1.50 
LUPET Surgical Handle. See No. 795-E and 795-R. 
cg Oa ase a rr Re ce ee Ta TE ce 
496 THREE-PEDAL FOOTSWITCH. For use with 
the No. 799 and 799-O Electrosurgical Unit, “B” 25.00 


SUFUT this sturdy, streamlined, aluminum. footswitch 
permits the use of either coagulation or_cut- 
ting current, or both simultaneously. Color 


coded. 


497 INDIFFERENT PAD ELECTRODE for No. 
799 and 799-O Electrosurgical Unit. Made of 

SUPAD Stainless Steel permanently bonded to sponge 
rubber pad backing. 


id ds 15.00 


798 ADJUSTABLE ELECTRODE HOLDER. Flex- 
ible arm with spring clip electrode holder. 
Fits into either of the sockets on panel of No. 
799 or 799-O units. Keeps active surgical elec- 
trodes within easy reach. The spring clip 
holder is removable for easy sterilization. 


op” 15.00 


SUHOL 
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SPECIAL VOLTAGES AND FREQUENCIES 


Cat. No. & 
Telegraph Class Price 
Code Word ITEM Discount Retail 





SPECIAL VOLTAGES AND FREQUENCIES 
Prices are quoted on apparatus for operating on 110/120 Volt, 50/60 
Cycle Alternating Current. For operation on other voltages or 
frequencies extra charges are made as follows: 


MODELS No. 625, 709, and 712 


For voltage or ca onaeete other than 110 /120................. § 2.50 net, extra 
MODEL No. 750 
‘For voltages other than 110 /120..........-...-.-...--:--se:sse-csceeees $ 5.00 net extra 
MODELS No. 799, 799-0 

For voltage other than 110/120-0222... --cansnscencnosnneeceoeens $10.00 net, extra 
For frequency other than 50, /60 CYCIE¢.........-.2.---scsccssneee $10.00 net, extra 
MODEL No. 800 : 

For voltage other than 110 /120........---.....-----c-csssse-sesceseeeoces $15.00 net, extra 
For frequency other than 50 /60 cyCcle.........-.-...-----..--s-s000-0 $17.50 net, extra 


For “VOLTAGE TAPS,’’ so machine can be operated on more than 
one voltage by making a simple adjustment, add $5.00 for first 
“TAP’’ and $2.50 for each additional “TAP.” 














TUBES 
mie No. & 3 . 
elegrap lass Pri 

Code Word ITEM Discount Retail 
311-CT POWER TUBE FOR CHALLENGER Short “py? 17.50. 
STUBE Wave Units. | 
311-CH POWER TUBE FOR No. 800 CRYSTAL “D” 18.66 
TOBAM BANDMASTERB S. W. DIATHERMY. . 
CV-11 POWER TUBE FOR No. 500-B CRUSADER 

S. W. UNITS and for No. 799 SURGICAL ‘D”’ 12.00 
SCURE UNIT. ; eae 
807 POWER TUBE FOR CRYSTAL STAGE on “D’’ 4.00 
TABAM No. 800 CRYSTAL BANDMASTER. | 
5R4GY RECTIFIER TUBE FOR No. 800 CRYSTAL “Dp” 2.20 
BAREC BANDMASTER S.W. DIATHERMY. 
$66 RECTIFIER TUBE FOR CHALLENGER “D” 2.50 

UNITS and No. 800 CRYSTAL SENDA Tee 

SUREC S.W. DIATHERMY. 
300X-1 6830 KC. QUARTZ CRYSTAL for No. 800 ‘D’”’ 4.50 

Bandmaster S.W.D. for replacement in all 
CRAXA units dated in 1947. 
800X%-2 6780 KC. QUARTZ CRYSTAL for No. 800 <5)?” 9.50 


Bandmaster S.W.D. for replacement in all 
CROXO units dated in 1948 or later. 


Or 


INTERCHANGEABLE TIPS FOR USE ON ALL BIRTCHER ELECTRODES | 
wanna ere reer eee eee eee VK 


Interchangeable tips are an exclusive feature, permitting the use of all Birtcher Blectrodes on prac- 
tically all makes of machines, In case the machine you desire to fit is not listed below, specify with 
your order the length and diameter of the tip required, together with cord length. 


CORD TIP NO. 661 











NAME Number NAME Number NAME Number 
Abbott BANOS NA aan ES ks AI Seg Se) 2 Garfield (Model S-200, 36”) . . . . 2 Newland . SRE OPE tsa eh ge 2 
Acme-Therm +e ° ° ° 1 (M Model S-325, 52") ° ° ° ° al New Era (Ward) . ° ° ° ° ° ° 6 
A.C.M.I. (Misc. Hlectrodes) . eG Gide 9 General Automatic . . ... . 1 

Recest., No. 725) net he ee General Electric . : aki Pant-O-Therm (80” Lead) . . . . 14 
Adlanec BERTON, | ici ny ea ie sap 5 General Radio (B-67, B- 68) : 10 Peerless (Model UW-2A) nt en Re en se ae 1 
Allen Webb, “Therma” PER SUE tsi see 1 (Model B-71) 3 (Model S-W'5) 2. 3 >... 14 
Aloe. pe Nagi Riser ie oat aaa 3 atic 2 Pentron pp Tes Oe  e e be al 1 
American Renee 1 Hanovia (Sm. Tip, 38” Lead) . . . 14 Pentrex (Female Tip) ately | 1g re EAB 
American T & T (United “p??) Bu terieed ek, 2 (Large Tip) ARLES eats Ah gb Pescor igciar Ee CCRT ERO Cacccentrue tins Hf 
Amrex He ABP PG, a) Cee es 6 Hartz-O-Therm (4244 Wead) ©. cs Oe Be 

(Model 901) ; 9 Herz-Lasker (Female Tip) . . . . 26 RMadionics ss eNews e 1 
Atlanta BA Bice Sau hea 22 H-F Elect. Equip. Co. . . . . . 6 Renco FUR ON Ge & SER CEh gS PRUE OEE. te ce 6 
Ato Lian ops at Seago es carE gh, Sierg 1 High Tension “git Shanken eG Ba ekg Bichardson per co Midi goes spb ee weak he 2 6 

C4G-Shank) ee eee oy 2S RICO ee Sige Pens) eee 
Barr. Saha aOR ee Ra ae 2 Hogan ‘‘Brevatherm”’ Sk Atel 5 Roberts. Taps Mave econ sie 
Battle Creek . . . . . 4 (Model 8735, 45" Lead) RR rec eC Root Instrument. . . . . . . 16 
Beck Lee s een ens case tir ui” gee vak 2 Bose (Standard) e se ee he es 2 
Beeber “Universal’”’ ime iia ae Aoi e Ingram rg BEG get Spile, GPin’ Jack) ir) ia tee etc is eke 
Birtcher — Cable (Std.) Wags eee 4 oS International . . . ; 1 
—Hlectrodes . . .. . 1 Intra-Therm . . . : 3 Sampson (61” Lead) . . . .. . 3 
— Surgical Unit . . . 3 Sanitas Sin hehe eed RM Rye eRe ea Pree 2G 
— Bandmaster Surg. ; 1 Johnson, Paul (Small Tip) 3 Sanitex Bie Ais SRO Wy RAR toe Ten eae ee ie as 1 
— Bandmaster Cable 33 Ghargve YLIp) ei. ee es 8 Schereco . ... omer 2 
Bolston  . Ronettes 3 Johnson (Female Tip) . . . . . 2 Scientific . Re nian ere oe 5 
Branston . ple ai ee 1 SOLACO ic en ate, Bd eas nce HE Se a0 
Brevatherm (Hogan) . LGuatid D SieaeS 5 Liebel-Flarsheim . 4 Sterne: e320 he ose Pee eh ee eee ce 6 
Bristow : ieee Bie Sle en Ag REPRE 8 _ (Model S-w 9221 41" Lead) 
Bropar 2 (Model TC, dey Head ) Terma ego nigeNg 1 
Burdick (S-W D-5 Spec.) 2 Leica-Therm . 9 Therapeutic Oscil. Corp. Cee cay aa 3 
(S-W D-80 Crystal) 26 Lepel . 7 Therma (Allen Webb) oes il 
(Model TC, 38” Lead) | Thermo-BRay ... cavities at 
Can ebal (Kemalevnip): tase ge 25 (Mcdel S-W) NG, 
Campbell SN ite ae 5 Lindquist . .. . 15 Undala Bi at Nea eta Cine cht eC a 
Columbia (58” Lead, Fe. Tip) Birr a OD Luckenbach i Underwood eek 2 
Comprex A 9 Lux-A-Therm . 1 United (Model P, A.T.& TT.) . . . 2 
Continental (Female Ti p) fab United Diathermy, BMO8 ps2 as tee 1 
(Ols Style S-W 44" Lead) Magnadyne SARGENT aati Sie é A 1 United Manufacturing . . .. . 16 
Majestic IAD Sacto Poa 3 3 Universal (Beeber) .. . . . =. « 1 
Davis-Bovie . TOS PCS ECS eat ams 12 Medelco .__. Scare timiats : 1 
Dallon (Meditherm’’ Mp aoa meee Ee NEES V4 Medical Arts Siete 5 9 Victor Bean Been Sen gut at eked 
DeForest . . BiGGe Cadi Gatranbahe saat RACERS F oe (Dalion) : pen ey) Victor-Michroe.. wai ee epee cree aee 
Meleco . : ; 1 Vulcan (Slotted Tip) Baise ore Vee setae Rane cet 0211 | 
Bastmani Js is Ae hes nae een 8k Merit ; , 9 
Endo=Therm iciGe seo wily ee eek ae 3 Mooradian (O’ Gath) ; 11 Waite and Bartlett . . . . . . 410 
Engeln MAT howe pe RAMe COLETOTANE mates, Ses WRI ag FL Moradian . Sere 1 Wappler (Model C-263) . . . °. . Ii 
Englin in dda eee a teh ANA aoe SiMe Ryne nS Murley-Rolleston : 25 (Model C-507) tues Gee cone 
Se ee NN (Surgery, Pin J ack) reer tee ll) 
Falconer pace bin. Teerc eee The McIntosh . . . *) 5 Ward ‘‘New Hra”’” ... Sey gears 6 
Fischer, He Gol(S2 Wadd) ee Bs 3 Westinghouse rey tes 4 
Model R) Aizevieea weed ot KO) National Light contre 21 Western Elect. (United Cel), Mae cae, 2 
Fischer, Robt. ‘‘Fischertherm” . Biicou em tel Newgard . . 2 World Wide ... ; ee eee 








5087 HUNTINGTON DR. 





THE BIRTCHER CORPORATION 


“Honest Value Sincerely Presented” 


Cable Address: 
“BIRTCORP”’ 


LOS ANGELES 32, CALIFORNIA 
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